Micro-Imaging on the 17T

1. Start PV6

2. Create a new study

3. Drag and drop a SINGLEPULSE experiment to the active window and click Continue

4. Choose a Localizer experiment to verify the sample is in the correct position, click Continue

5. Choose DTIstandard, click Continue

6. Choose UTE3D, click Continue

7. Choose ZTE, click Continue